S MISSOURI DEPARTMENT QOF HEALTH AND SENIOR SERVICES
T usL EALTH L
v STATE PUBLIC H ABORATORY | [RECE’VED

&%) BREATH ALCOHOL PROGRAM
e By Carol Day at 12:31 pm, Sep 17, 2013
7 DATAMASTER MAINTENANCE REPORT O R omt 0

Complete this report at the time of the: regufar monthly preventive maintenance check (not to exceed 35 days).
Complete this report whenever the instrument Is serviced or repalred and whenever it Is placed into service.
Retaln the original and send a copy witiin 15 days to the Breath Alcohot Program, DHSS.

DATARASTER SN NAIAE OF AGENGY T TT2ATE O nspECTION
204081 MSHP ] 0917120613

LGCATION OF [NSTRUMENT (STREEL 280 £ITY) T T OF merecToN
Scott County Sheriff's Office-S. New Madrid St.-Benton 8:15 am

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printouty 09/17/2013 08.16 -
¥] compuTeER [/] oETECTOR |
¥l proGrAM FgeRs _
] HEATERS SAMPLE CHAMBER 50.0 G QUARTZ STANDARD N
/1 rLow DETECTOR CALIBRATION - S

PRINTER

Y] PUMP HIGH SPEED

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Repco _LoT # 13001 EXP. paTE 0M07/2015
SIMULATOR TEMP (34°C s 0.2°Cy . 340 ¢ SIMULATOR SN 1099 EXP. DATE 02/20/2014

Run three tests using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solutlon boing used. (PRINTOUT ATTACHED)

@ 0.100% STANDARD - MUST.F‘?EAD BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST i # 098 !TEST 24 100 TEST3 # 400

PERFORM R.F.L TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 {{0-.04) 1

{.05-.09) 0 (10-14) 0 1(. 15-.19) 2 OVER.i$ 3

{USE OTHER SIDE |F HECESSARY),

[9' PHINT FULL NARE
o James C. Cooksey Jr.
oy T
2300186 _ 2/08/2015 (573) 840-8500
RETURN COWPLETED REPORT 10 THE: 8;ea§h Alcoho! Prograim, MO Department of Health and Senior Services, Southeast District Office
2875 James Bivd,
Poptar 8iuff, MO 63901
W0 s6e-5468 2an i Ecﬁ'-.-_lu‘e"‘-'_) AT ASTION EUPLOYER LAB-115

2oty Lasa



REPCO MARKETING INC.

3101188 STONYSROOK DRIVE
RALEIGH, NC. 27604
919-876.5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 13001 -
EXPIRATION DATE: March 7,2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following: )

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number.
13001 of Alcohol Certified Solution for simulators. Random samples of said lol;
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain ___ 1215 - gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilied water used in the solution were found to be free of

any interferring substance,
This solution will pi‘oduce a vapor alcohol value of 100 +/-3% gms/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator

. (95% Confidence).
The date of manufacture for this lot number is  March 8, 2013

The expiration date for this lot number is __~ March 7, 2015 at
11:59 p.m.

This document is a true representaz on of the original Certificate of Analysis.

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RV 02
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STATE OF MISSCURI \)

DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH »m.o%o_w PROGRAM ﬁﬁmk j
HIVIT

TYPE U
JAMES C COOKSEY JR

is hereby authorized to instruct and supervise operators, frain instructors, inspect, calibrate, perform field service and repairs,

and opzrate the following breath analyzer(s):
DATAMASTER

for the determination of the alcoholic content of bioog from a sampie of expired air. Permit issued under the provisions of sections
577.G20 through 577.041, RSMo and 306.111 through 306.11S RSMo. ey
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